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A.D.  1866,  28th  March .  N°  906. 
Applying  Injections. 


(This  Invention  received1  Provisional  Protection  only.) 

PROVISIONAL  SPECIFICATION  left  by  Henry  Joseph  Francis  Hubert 

Foveaux  at  the  Office  of  the  Commissioners  of  Patents,  with  his  Petition,. 

% 

oh  the  2&th  March  1866.. 

I,  Henry  Joseph  Francis  Hubert  Foveaux,  of  62,  Strand,  in  the  City,  of 
5  Westminster,  Manufacturer  of  Surgical  Instruments,  do  hereby  declare  the 
nature  of  the  said  Invention  for  “  An  Improved  Apparatus  eor  Injecting 
Liquids  and  applying  Liquids  externally,”  to  be  as  follows  : — 

This  apparatus  consists  of  two  boards  or  plates  hinged  together  at  one  end 
and  of  a  waterproof  bag,  by  preference  of  wedge  shape,  fitted  between  the 
10  boards  near  the  hinges.  A  tube  is  carried  from  the  bag  through  openings  in 
the  boards  or  otherwise,  and  terminates  in  a  funnel,  by  which  the  bag  is  filled 
with  liquid  ;  the  tube  is  also  furnished  with  a  cock.  The  apparatus  is 
employed  as  follows  t — After  the  bag  has  been  filled  with  the  liquid  the  cock 
is  closed  and  an  injecting  tube  or  pipe  is  attached  to  the  funnel.  The  patient 
15  then  sits  upon  the  upper  board,  and  the  weight  by  forcing  this  board  upon  the 
lower  board  compresses  the  bag  and  injects  the  fluid  through  the  pipe.  The 
lower  board  may  be  placed  upon  a  bidet  or  upon  the  seat  of  a  watercloset, 
and  the  injecting  pipe  may  be  applied  to  the  rectum  or  other  part  required  ; 
or  the  pipe  may  be  caused  to  apply  the  liquid  externally. 


LONDON: 

Printed  by  George  Edward  Eyre  and  William  Spottiswoode, 
Printers  to  the  Queen’s  most  Excellent  Majesty.  1866. 
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